[Research on the measuring method for invasive blood pressure and its effectiveness evaluation method].
This article introduces a measuring method for invasive blood pressure based on SecWave technology and a testing method of effectiveness based on IBP database and simulator. Besides, quantified indexes are set out for the accuracy evaluation, such as static pressure accuracy, accuracy of dynamic pressure pulse wave recognition, pulse rate and the response time, so as to provide an important reference method of effectively objective evaluation for invasive blood pressure measurements.